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Introduction
The development of rapid high resolution slide scan-
ning technology and associated software for Virtual
Microscopy across network is radically altering the
way we perceive diagnostic pathology and is provid-
ing opportunities never before available in this disci-
pline [1-10]. Virtual Microscopy refers to the high res-
olution digital scanning of entire glass slides and the
generation of a digital Virtual Slide (VS) of the sample
which can be viewed on-line. Having possessed a few
years experience in telepathology (TP) consultations
in the form of a still image transfer and interactive TP,
in thoracic and pulmonary pathology, we have been
looking a new TP method to be used in for daily rou-
tine histopathology. Our previous experience in
telepathology consultations relied on two systems -
Samba 2005 (Samba Technologies, France) used for
static telepathology and recently Coolscope (Nikon,
Japan) [11-14]. Coolscope (Cs) is a fully automated
system for digital histology that renders 3 TP methods:
Large Image, Virtual Slide and interactive TP by web
HTTP via the Internet. Our former results have shown
that the interactive TP by Coolscope was morê satis-
factory and suitable for the routine pulmonary pathol-
ogy teleconsultation than the Large Image method
[13]. The trial using the Virtual Slide method for tele-
consultations has been performed in the present study.
True TP consultation by this method becomes used in
medical practice for the first time in Poland. 
The purpose of this study was to evaluate a new
digitized technology of the VS method - the efficacy
and usability for the teleconsultation of pulmonary
oncology cases. 
Materials and methods
Twenty cases (resection or surgical biopsy specimens) of the lung
tumors (material of the Department of Clinical Molecular Biology,
Medical University of Bialystok and the Department of Telepathol-
ogy, I.TB.L.D. in Warsaw) entered the study. The cases of various
diagnostic difficulties were included. The performance was pro-
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grammed for two medical centers (Warsaw and Bialystok) special-
ized in pulmonary pathology. Slides were scanned automatically
using Coolscope (Nikon, EclipseNet VSL, Japan) by the use of 4×
and 10× lens (N.A. 0.25). In case of cell-level diagnosis the 20×
and 40× objectives (N.A. 0.65) were employed. A few microscop-
ic slides required for scanning an additional autofocusing (AF):
every microscopic field (AF1) - case 8; every third microscopic
field (AF3) - case 9 and 13 or every fifth microscopic field (AF5)
- case 1. The VSs were stored on local network Windows server
and were examined via the Internet by two experienced patholo-
gists: beginner [A] and advancer [B] in telepathology. Some cases
have been discussed in personal conversation as well. The cases
were reviewed for the second time with the conventional light
microscope to perform a comparative analysis with VS diagnoses.
Results
29 VSs from 20 cases were assessed. Whole part slide
consultations (although not all slides in entire case)
included H+E stained slides, immunostained with anti-
bodies against AE1/AE3, S100, EMA, HMB45, chro-
mogranin, synaptophysin, and slides of special stain-
ing in some cases. The experience has been classified
for technical and human factors as follows: efficiency
and quality of scanning, access of stored VS via inter-
net, speed and user-friendliness of evaluation, easiness
of consensus diagnoses.
The data summarizing the process of VS building
are presented in Table 1. The majority of glass slides
were scanned with objective 10× and viewed with 10×
and 20× magnification. The scanning time of the his-
tological slides took from 4'30" to 1 hr 18' and created
a digital slide requiring from 45 up to 493 MB hard
disk space. The VS files exceeded more than 5 GB and
needed to be operated on an advanced PC. Method
used composed JPEG 2000 standard files, accessible
for both teleconsultant workstations via the internet
(100 Mb/sec). The VS were examined on the standard
LCD monitors: Philips 170S and Belinea 101735 both
of 1280 × 1024 pixels resolution. Time of VS upload-
ing ranged between 5" - 15". The mean time spent for
one VS examination ranged from 5 to 25 minutes
depending on the case. The time expended for VS
diagnosis by teleconsultant A was longer approximate-
ly 2 times than the time used up by the teleconsultant
B. For each case diagnostic questions regarding han-
dling and image quality had to be answered. The image
quality was dependent on the glass slide quality and
the scanning procedure (used objective magnification
and autofocusing). The scanning magnification using
of 10× lens was not sufficient to obtain cell level diag-
nosis in two cases. 
The spectrum of VS diagnoses prepared by both
teleconsultants is demonstrated in Table 1. In 17 out of
20 cases (85%) there was a full concordance between
VS diagnoses prepared by both teleconsultants. The
reasons for discordance were: insufficient image qual-
ity and incomplete panel of immunostaining (case 18),
an unsatisfactory sample (case 12), or interpretation
difference (case 11). The controversial cases were
referred for additional immunostaining and for a panel
discussion of the pathologists. Pathologists feel com-
fortable diagnosing VS using the Internet connection.
The results obtained in 20 cases of VS are similar to
those obtained in traditional second-opinion rounds.
The turnaround time for remote diagnosis was on aver-
age 10' (B) and 17' (A). 
Discussion
Virtual Microscopy provides a new medium for com-
munication in human pathology. The application of
Virtual Microscopy includes archives, teaching, con-
tinuous education exchange of rare cases, second opin-
ion, and even conventional routine pathology. The Vir-
tual Microscopy is particularly important in telecon-
sultations where pathologists no longer need to be
restricted by the limitations of glass slides, geographic
location or sending digital "snapshots" of tissue [1].
"The Virtual Microscope" has been implemented as a
system in routine pathology or for distance education
in some medical centers [2,3,5,6,9,14-16].
The system Coolscope has been accepted by some
professional groups around the world. Among several
fields of applications, the Coolscope was applied for
pulmonary pathology teleconsulation and for distance
education [12,13]. In our present study, we found tel-
ereporting of a complete case possible in significant
majority of cases providing VS diagnoses including
judgment of remote consultants on tumor grade,
immunohistochemical status and multiplicity of mixed
tumors with diagnostic value. The turnaround time for
remote diagnosis was on average 13'. The VS files
were in medium volume range up to 493 MB. We
reduced the file volume and the time of scanning by
choosing the objective 10× for the VS creation in
majority of VS. However in a few cases it was neces-
sary to obtain the cell level of VS with the objective
20× or 40×. The total VS database exceeded 5 GB and
required to operate on the advanced PC. The selection
of the glass slides should be made to avoid additional
autofocusing in the scanning procedure of uneven
slides. The overall concordance of VS diagnoses was
85%. Discordance or diagnostic doubts in VS evalua-
tion also were referred to the optical microscopy diag-
noses. Consequently, the discordance in 15% of VS
diagnoses were not dependent on used method but
resulted from the poor quality of tissue sample or
insufficient immunostaining among selected cases.
The digital slide and the virtual microscopy can be
alternative techniques in teleconsultation services.
Major advantages of VS from the pathologist's per-
spective include efficiency and accessibility. In terms
of efficiency, all the slides are accessible in focus, and
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with proper lighting at a click of a mouse. The section
can be easily viewed, annotated and documented.
Accessibility of web-based VS allows to any patholo-
gist to contribute in teleconsultation or education.
Although the initial cost of equipment and software for
creating and delivering VS is quite high, we think that
this new technology has the potential to revolutionize
the way the pathologists work and teach.
In our pilot study we conclude that Virtual Slide
technology has adequately met the diagnostic objec-
tives. It can not yet replace traditional way of routine
pathology reporting but it may assure consultation
requirements of hospital division. It allows producing
high quality images easy assesses through the Internet,
which may help in the specialization in pathology,
facilitate quality assurance and be a source of educa-
tional programs.
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